Leer aia Steere 


RANGE SWITCH 
WAFER A 


8, 2% 
O47 wD 2 
1600 V mR 8 
6 ° 
5% ogo” 
4 
DC - POSITION 


WaNgR A rront 
SF 


8 


NOTES 


ALL SWITCHES VIEWED FROM REAR 
RANGE SWITCH MAX. CC,15 Y 

SELECTOR “AC” POSITION 

ALL RESISTORS IN OHMS 

K=1,900 m= 1,000,900 ; 
( SCREWDRIVER ADJUSTMENT 1 


ALL VOLTAGES MEASURED WITH 


VINM. 


HEATHKIT SERVICE BENCH VTVM 


MODEL IM - 10 


22M 


22M 


OHMS POSITION 
ACBAL 
21K 


o-7ovoLT: 
POSITIVE 


.25 AMP FUSE 


